1. Introduction {#s0005}
===============

The most widely used techniques of assessing bone mineral density are dual-energy x-ray absorptiometry (DEXA) and quantitative computerized tomography (CT) [@b0005]. DEXA is the established standard for measuring bone mineral density and allows rapid and non-invasive measurements of BMD and bone mineral content (BMC) providing greater resolution at a low radiation dose [@b0010], [@b0015]. Quantitative CT is the most sensitive method presently available, but results in substantially greater radiation exposure than DEXA. Further, CT is less accessible, technically more difficult to perform and a software package appropriate for sheep has not been developed as yet. DEXA is the most widely accepted method for quantitative assessment of bone mineral status *in vivo,* and currently serves as an operational definition of osteoporosis by the World Health Organization (WHO) [@b0020] and is used most frequently in measuring the spine and proximal femoral bone densities to estimate the current or future risk of bone fracture or bone loss [@b0025]. DEXA is considered as a gold standard for diagnosing osteoporosis [@b0030].

Although, DEXA has been adapted for use in animals, there is scarce information on the BMD and BMC values in adult sheep, reported to be a viable animal model for the study of post-menopausal osteoporosis in humans [@b0035], [@b0040], [@b0045], [@b0050]. The size of the animal, gross skeletal and vascular anatomy, hormonal profiles, bone histology and skeletal kinetics of bone turnover approximate human skeletal system thus making them a suitable model for osteoporosis research [@b0055], [@b0060], [@b0065], [@b0070]. Finally, yet importantly, societal and ethical implications are low as compared to other large animal models [@b0075], [@b0080]. Sheep are docile, inexpensive, easy to handle and have hormonal profiles similar to women [@b0085].

Although the BMD values have been previously reported for lumbar spine in 3 to 5 year old ewes using the Hologic QDR 1000/W-X ray bone densitometer, the breed of sheep was not reported [@b0090]. Ovariectomised three year old Merino sheep have been validated as a large animal model for the study of vertebral osteoporosis [@b0095]. In humans, each manufacturer of densitometry equipment has his own set of reference values especially for the caucasian female population and hence the BMD differs depending on the equipment used [@b0100]. Therefore, it is possible that the BMD values reported for sheep previously are not uniformly valid for all sheep breeds and for different types of densitometers. Moreover, baseline BMD values in Suffolk-Dorset hybrid ewes (age range 5--7 years, body weight range 138--185 lbs) have not been established as yet. The objective of the present study was to determine the baseline BMD values in sheep of specified breed and age. In this study, we determined the BMD of lumbar spine (L3-L6), femur and calcaneus in 26 adult intact Suffolk-Dorset hybrid ewes using a GE Lunar Prodigy DPX x-ray bone densitometer. The results of this study may be serve as reference values for BMD measurements in Suffolk-Dorset hybrid sheep models used for human osteoporosis research. The creation of standardized reference data must be an important priority in order to harmonize patient management using standardized BMD measurements [@b0105].

2. Materials and methods {#s0010}
========================

2.1. Anaesthesia {#s0015}
----------------

All procedures were approved by the Purdue animal care and use committee. Twenty six healthy intact Suffolk-Dorset hybrid ewes (mean age 5.7 ± 0.96, Age range: 5--7 years and body weight range: 138--185 pounds) were included in the study. Feed was withheld for 12 h prior to the scanning procedure. Anaesthesia was induced with Thiopentone sodium[1](#fn1){ref-type="fn"} at a dose rate of 12 mg/kg IV and maintained with 2--3% Isoflurane[2](#fn2){ref-type="fn"} in a closed system.

2.2. Positioning of animal and scanning procedure {#s0020}
-------------------------------------------------

Under general anaesthesia, the DEXA scans of the lumbar spine (L3-L6) were obtained using GE Lunar Prodigy DPX x-ray bone densitometer, with the sheep positioned in ventro-dorsal recumbency ([Fig. 1](#f0005){ref-type="fig"}). A part of the sacrum incorporated in the images when L6-L7 was scanned was manually removed with edge manipulation. The last four lumbar vertebrae were identified from the DEXA scan images and designated as L3, L4, L5 and L6 ([Fig. 2](#f0010){ref-type="fig"}). The regions of interest (ROIs) were defined as the bone areas between two parallel lines located in the inter-vertebral spaces between L3-L4, L4-L5, L5-L6 and L6-S1.Fig. 1DEXA scan of the lumbar spine (L3-L6) using GE Lunar Prodigy DPX X-Ray bone densitometer Scanning procedure with anaesthetized sheep positioned in ventro-dorsal recumbency.Fig. 2DEXA scan image of the last four lumbar vertebrae. Segment designated L1 in the scan image corresponds to L3, L2 corresponds to L4, L3 corresponds to L5 and L4 corresponds to L6 vertebra in the study.

The iliac crest and the sacral crest were identified to locate the lumbosacral junction in sheep. The scanning started by positioning the laser light indicator on the animals' midline at the level of the iliac crest, commenced and progressed proximad until all the vertebrae were visible on the display screen. The scanning was stopped at this time to centre the spines such that the spaces on the right and left of the lumbar vertebrae were symmetrical. Lumbar scanning was repeated at the ROI four and three times, respectively, in the first two animals, with repositioning after each scan. To test for precision, consecutive scans were performed. Because of the low variability between the scans per animal for the first two animals, only two scans were obtained for the remaining animals of the study. The scans were repeated if the variability between the successive scans exceeded 2%. The BMC and BMD of the lumbar spine were measured in a standard ventro-dorsal view. Out of the 26 animals, in seven animals the femoral scans were performed on the lateral aspect of the right distal femur and in seven animals, the calcaneal scans were performed on the medial aspect of right calcaneus by restraining the limb securely to the table with sand bags.

2.3. Image acquisition and statistical analysis {#s0025}
-----------------------------------------------

The right calcaneal scans were performed using a standard left hip human protocol ([Fig. 3](#f0015){ref-type="fig"}). The BMD (g/cm^2^) was calculated using the standard GE antero-posterior human spine acquisition software (version 3.60). Default settings for the lumbar spine as recommended by the manufacturer were used for the study. All scans were performed by the same operator. The final images were then acquired and used for BMD calculations. The BMD means and standard deviations as well as correlation of the BMD of all ROIs between L3 and L6 were calculated using Minitab software for the Macintosh (version 9.0). Analysis of the same ROI width was carried out, as a small systematic increase in the BMD was seen with increasing width of ROI. The BMD of ROIs was compared using a one way analysis of variance and the Bonferroni significant difference technique [@b0110]. Precision was evaluated by calculating coefficient of variation (CV) for each variable.Fig. 3DEXA scan image of calcaneus A right calcaneal scan image obtained using a standard left hip human protocol The rectangular box indicates the region of interest.

3. Results {#s0030}
==========

Suffolk Dorset sheep were docile and easy to handle. The total working time including anaesthetic induction and positioning for each animal was about 25 minutes, the scanning time for lumbar spine was about 10 minutes including repeatable positioning and about 5 minutes for the calcaneus. The means of BMD of L3, L4, L5 and L6 were 1.34 g/cm2 (sd 0.17), 1.30 g/cm2 (sd 0.19), 1.25 g/cm2 (sd 0.18) and 1.15 g/cm2 (sd 0.18), respectively ([Fig. 4](#f0020){ref-type="fig"}). The BMD values were higher for the more cranial vertebrae and progressively reduced from L3 to L6. The mean variability between the two scans was 0.65% (sd 0.43, range 0 to 1.54%) ([Table 1](#t0005){ref-type="table"}). The correlation between the BMD of different vertebrae varied between 0.816 and 0.937. The variability was calculated by determining the difference between the maximum and minimum BMD values. In two animals, which were subjected to four and three scans respectively, the variability was calculated for the BMDs with the closest values. The correlation between L3 and L4, L4 and L5, L5 and L6, L3 and L6, L4 and L6, and L3 and L5 was 0.90, 0.94, 0.82, 0.82, 0.83 and 0.82%, respectively. A strong correlation between the BMD values for the ROIs from L3 to L6 was observed. However, this difference was only significant between L3 and L6, and L4 and L6. The BMD correlation between the spine and calcaneus was good.Fig. 4Mean BMD's of lumbar vertebrae in normal sheep The mean BMD of L3, L4, L5 and L6 were 1.34 g/cm2 (sd 0.17), 1.30 g/cm2 (sd 0.19), 1.25 g/cm2 (sd 0.18) and 1.15 g/cm2 (sd 0.18) respectively.Table 1Descriptive statistics showing mean variability in BMD between two scans.Sheep numberBone mineral densitySPINE L2-L4L2-L4L2-L4L2-L4AVGDIFF% variabilityavg*% variability "twos"*140.980.9630.970.9650.9640.0020.2c and e11.4291.4251.2911.4270.0040.28b and cMean0.69416751.2411.2221.2310.0191.54Standard Error0.088118191.091.0921.0910.0020.18Median0.6841.2591.2591.25900Mode061.5611.5421.5510.0191.22Standard Deviation0.431689121.1131.1131.11300Kurtosis-0.959581.4481.4611.4540.0130.89Skewness0.091154131.4341.421.4270.0140.98Range1.54211.0011.0091.0050.0080.8Maximum1.54161.0441.0481.0460.0040.38Sum16.66201.00711.00350.0070.7Count24150.8780.8760.8770.0020.23Confidence Level (95.0%)0.18228671.281.2651.270.0151.18171.0291.0231.0260.0060.58% variability of 26 sheep21.451.4651.4570.0151.02111.2461.231.2380.0161.2991.3751.3831.3790.0080.58231.2491.2521.25050.0030.24241.3621.3761.360.0141.02301.2541.2491.25150.0050.4251.2411.231.2350.0110.89271.4511.4341.4420.0171.17311.2851.281.28250.0050.39291.1921.21.1960.0080.66281.2431.2391.2410.0040.32MEAN1.2361.2391.130.9650.659SD0.17650.17650.22690.432  In sheep 14 and sheep 11, the variability has been calculated for the BMDS with the two closest values. The remaining 2 values in sheep 14 and 1 value in sheep 11 have not been consideredSHEEP 16 DIED

The study demonstrated that repeatable positioning of the ROI was rapidly and easily accomplished with the ventro-dorsal scan of the lumbar vertebrae. The image quality was good and individual vertebra could be accurately identified. The precision error observed in the study was 0.65%. Two animals were rejected in the study due to the presence of a transitional vertebra. The results of the DEXA scan of the distal femur were not considered due to a high percentage of variability ranging from 2.2 to 3.6 per cent between the successive scans. The DEXA scans of the ROI of the calcaneus were found to be repeatable in the study with a precision of 0.75%.

4. Discussion {#s0035}
=============

The present study demonstrated that the GE lunar prodigy system can be used to rapidly measure the BMD values of the lumbar spine in sheep. The results of the study indicated that the BMD progressively reduced from L3 to L6 and a strong correlation was found between the BMD values for the ROIs from L3 to L6. These findings were consistent with the findings of earlier studies [@b0090]. The progressive reduction in the BMD is attributed to the differences in biomechanical forces that act at the mid lumbar spine and the lumbosacral junction. Sheep being a quadruped loads the spine in a way different from a biped. The consistently lower BMD of L5-L6 as compared to L3-L4 is probably due to the decreased movement and mechanical loading at L6 as it articulates with the sacrum and that the vertebrae cranial to L5 --L6 experiencing more motion [@b0090]. Reduced mechanical competence in LS confirmed the suitability of this model for evaluation of potential treatments for osteoporosis [@b0095]. The biomechanical functions of the spine in humans are vastly different from those of deer and sheep. The spines of these species primarily bear load along a single axis, without marked transfer of stress to the periphery whereas in humans, the cancellous bone of the spine plays a role both in weight bearing and load transfer [@b0065]. The variation in BMD values could probably be attributed the quadrupedal nature of sheep and the differences in the characteristics of the horizontal and vertical lumbar cancellous bone microarchitecture between L3-L6. These findings also corroborate earlier studies with sheep cadaver spines, wherein the data obtained from Lunar DPX were excellent and similar to the data obtained using human bones [@b0025]. The correlation between the spine and calcaneus was good and agreed with similar findings in human beings [@b0115], [@b0120]. The best skeletal site for detecting changes in BMD for most disease states that affect the bone is the spine and calcaneus due to the presence of abundant cancellous bone, which has greater surface area and metabolic activity than the cortical bone [@b0125]. The calcaneal and spinal scans provided repeatable values due to a high proportion of trabecular bone at these sites and agreed with the opinion of previously reported literature [@b0090]. The study also demonstrated that repeatable positioning of the ROI was rapidly and easily accomplished with the ventro-dorsal scans of the lumbar vertebrae. It has, however, been reported that the limitations of using densitometers include difficulty in differentiating between the cortical and cancellous bones and scanning in a constant position to ensure repeatability [@b0025] which was not observed in the present study. This was attributed to the restriction in movement of the anaesthetized animal during scanning and to the ability of DEXA scans to provide sufficient contrast between cortical and cancellous bone. Based on the BMD changes observed in DEXA studies, adult ewes may serve as a promising model to evaluate osteopenia and post-menopausal osteoporosis, as bone remodeling occurred in 3 months and a significant decline in bone volume at the iliac crest has been recorded at 6 months after ovariectomy [@b0130]. The present scanning protocol was comparable to a study on validating three year old Merino sheep as a model for osteoporosis using a Dual-energy X-ray absorptiometry (DXA) (QDR 2000, Hologic Inc, Waltham, MA, USA) but the age and breed of sheep was different.

An important feature of DEXA technology is the ability to rescan an identical ROI subsequent to a baseline scan [@b0025]. The precision error was 0.65%, which was comparable to that reported in a human spine study [@b0135]. Coefficient of variation (CV) was found to be reliable in assessing the precision of measurement as demonstrated in earlier studies [@b0090]. The coefficient of variation in the present study varied between 0.8 and 1.5%, which was comparable to an earlier study in sheep that reported a CV between 0.9% and 1.6% for spine BMD [@b0100] and less than 2% for human spine and femur [@b0135]. The study also demonstrated that DEXA allows a rapid and accurate measurement of spine bone mineral density in ewes using the methodology designed for humans [@b0100].

Absolute BMD may vary among the equipment from different manufacturers even if the same skeletal site is measured due to differences in ROI and machine calibration [@b0140]. Human scoliosis protocol using hologic QDR-1000 was reported to be very versatile especially for femoral neck in sheep and could be used to develop measurement techniques for many regional sites but was found ineffective for locating the wards triangle in sheep femur [@b0145]. However, a technique scanning the femur with the left hind limb abducted from the physiological "flexed" normal position in the sheep, without rotation and perpendicular to the spine, to maximise visibility of the femoral neck has been reported [@b0095]. It was also reported that femur BMD measurements in humans were less precise for lunar densitometers than hologic QDR-1000, probably because of the automatic selection of sites for measurements of the femoral neck [@b0150]. In the present study, the femur scans were difficult to perform as the femur could not be extended sufficiently to lie parallel to spine, probably due to the large muscle mass and size of the species. The femur scans were not repeatable and hence were rejected in the study. Lateral scans of the lumbar vertebrae were not considered owing to the difficulty in obtaining repeatable positions and due to the interference of the lumbodorsal fascia and hips in obtaining reproducible scans. When the ROI is too small, poor edge detection is encountered. Edge manipulation can induce errors in analysis and hence using BMD values for the last lumbar vertebra in sheep spine studies is of questionable value [@b0140]. In the present study, the BMD values obtained for L7 was not considered for the study due to poor edge detection. The larger the ROI, the more precise the results [@b0155]. The means of four vertebrae (L4-L6) were taken as representative of BMD changes in spine and the variability in BMD values between L2 andL4 was evaluated. The low variability in the present study was attributed to all scans being performed by the same operator, stable positioning of the animal and accurate location of anatomical landmarks such as the lumbosacral junction and the iliac crest. This facilitated repeatable scans and minimized errors due to incorrect sequential identification of lumbar vertebrae. Misregistration is a cause of precision errors in longitudinal studies involving humans [@b0155]. The variability at different sites is attributed to the difference in body thickness at various skeletal sites. The factors that influenced precision include intrinsic precision of instrument, relationship of bone to position, *in-vitro* differences between BMC and BMD, repeatability of ROI positioning, selection of large ROI and operator dependent factors [@b0160]. All the scans were performed by the same operator in the present study. The study agreed with earlier reports [@b0150] of high *in-vitro* precision and reproducibility with DEXA technology.

5. Conclusions {#s0040}
==============

The present study recorded the base line values for the first time in 5--7 years old Suffolk-Dorset breed of sheep using the GE lunar prodigy X-Ray densitometer. The procedure provided a precise and rapid method for measuring the BMD of the lumbar spine in Suffolk-Dorset breed of sheep. The values obtained in this study can be used as the base line reference values to study post-menopausal conditions and osteoporosis using the Suffolk-Dorset sheep model aged between 5 and 7 years and weighing between 138 and 185 lbs. The main advantage of DEXA observed in the present study is the, speed and ease of scanning and reproducibility. This is particularly important in studies using sheep, where prolonged duration under anaesthesia can lead to complications and fatality.
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